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§892.1570 Diagnostic ultrasonic trans-
ducer.

(a) Identification. A diagnostic ultra-
sonic transducer is a device made of a
piezoelectric material that converts
electrical signals into acoustic signals
and acoustic signals into electrical sig-
nals and intended for use in diagnostic
ultrasonic medical devices. Accessories
of this generic type of device may in-
clude transmission media for acous-
tically coupling the transducer to the
body surface, such as acoustic gel,
paste, or a flexible fluid container.

(b) Classification. Class II.

§892.1600 Angiographic x-ray system.

(a) Identification. An angiographic x-
ray system is a device intended for
radiologic visualization of the heart,
blood vessels, or lymphatic system dur-
ing or after injection of a contrast me-
dium. This generic type of device may
include signal analysis and display
equipment, patient and equipment sup-
ports, component parts, and acces-
sories.

(b) Classification. Class II.

§892.1610 Diagnostic x-ray beam-lim-
iting device.

(a) Identification. A diagnostic x-ray
beam-limiting device is a device such
as a collimator, a cone, or an aperture
intended to restrict the dimensions of a
diagnostic x-ray field by limiting the
size of the primary x-ray beam.

(b) Classification. Class II.

§892.1620 Cine or spot fluorographic
X-ray camera.

(a) Identification. A cine or spot fluo-
rographic x-ray camera is a device in-
tended to photograph diagnostic im-
ages produced by x-rays with an image
intensifier.

(b) Classification. Class II.

§892.1630 Electrostatic x-ray imaging
system.
(a) Identification. An electrostatic x-
ray imaging system is a device in-
tended for medical purposes that uses

an electrostatic field across a
semiconductive plate, a gas-filled
chamber, or other similar device to

convert a pattern of x-radiation into an
electrostatic image and, subsequently,
into a visible image. This generic type

§892.1670

of device may include signal analysis
and display equipment, patient and
equipment supports, component parts,
and accessories.

(b) Classification. Class II.

§892.1640 Radiographic film marking
system.

(a) Identification. A radiographic film
marking system is a device intended
for medical purposes to add identifica-
tion and other information onto radio-
graphic film by means of exposure to
visible light.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.
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§892.1650 Image-intensified
fluoroscopic x-ray system.

(a) Identification. An image-intensi-
fied fluoroscopic x-ray system is a de-
vice intended to visualize anatomical
structures by converting a pattern of
x-radiation into a visible image
through electronic amplification. This
generic type of device may include sig-
nal analysis and display equipment, pa-
tient and equipment supports, compo-
nent parts, and accessories.

(b) Classification. Class II.

§892.1660 Non-image-intensified
fluoroscopic x-ray system.

(a) Identification. A non-image-inten-
sified fluoroscopic x-ray system is a de-
vice intended to be used to visualize
anatomical structures by using a fluo-
rescent screen to convert a pattern of
x-radiation into a visible image. This
generic type of device may include sig-
nal analysis and display equipment, pa-
tient and equipment supports, compo-
nent parts, and accessories.

(b) Classification. Class II.

§892.1670 Spot-film device.

(a) Identification. A spot-film device
is an electromechanical component of
a fluoroscopic x-ray system that is in-
tended to be used for medical purposes
to position a radiographic film cassette
to obtain radiographs during fluoros-
copy.

(b) Classification. Class II.
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